Objective: The uterine artery pulsatility index (UtA-PI) is an important marker for predicting and assessing the risk of various complications such as pre-eclampsia and fetal growth restriction. The measurement of UtA-PI in the first trimester is usually conducted via the sagittal approach. The aim of this study was to evaluate UtA Doppler measurement using the transverse approach in the first trimester. Methods: This was a prospective observational study of 50 women with singleton pregnancy at between 11-13+6 weeks of gestation. Uterine artery (UtA) Doppler variables were measured using both the transverse and sagittal approach. The two approaches were compared in terms of time required to complete the measurements and early diastolic notch. The sample t-test and Wilcoxon rank sign test were used to analyze the outcomes when appropriate. Bland-Altman plots were used to determine the agreement between the two approaches. A P-value <0.05 was considered statistically significant. Intra-class correlation (ICC) was used to evaluate the reliability of measurements. Results: There were a total of 50 pregnant women who participated in the study and completed the study protocol. The mean age of all subjects was 29.6 years, and 24 (48%) were nulliparous. We observed no difference in terms of mean UtA-PI between the two approaches (sagittal: 2.04, transverse: 2.03; mean difference 0.01, CI −0.01, 0.04; p>0.309), nor in the means of any other UtA variables. However, there were differences between the two approaches in terms of early diastolic notch (sagittal: 11, transverse: 13; p>0.999) and the mean time required to complete the measurements (transverse: 21.7 s, sagittal: 24.3 s; p=0.001). The intra-class correlation coefficients (ICCs) were 0.985, 0.963, and 0.988 for the right, left, and mean UtA-PIs respectively. Conclusion: The transverse approach at a bladder depth of less than 5 cm performed better than the sagittal approach in the measurement of first-trimester uterine arteries. It may, thus, may be useful as a complementary approach in cases in which there is difficulty obtaining measurements using the sagittal approach.
Introduction
The uterine artery pulsatility index (UtA-PI) is an evaluation of the function and resistance of blood vessels to the uterus and placenta, [1] [2] [3] and is an important marker for predicting and assessing the risk of various complications such as pre-eclampsia and fetal growth restriction. [2] [3] [4] [5] [6] These conditions can affect both the mother and the fetus and lead to placental abruption, intraventricular hemorrhage, coagulopathy, or premature birth. 7, 8 Use of the UtA-PI and early diastolic notch wave form [9] [10] [11] [12] during the first trimester of pregnancy has a sensitivity of 47.8% and specificity of 92.1% for predicting pre-eclampsia before 34 weeks. 5 In addition, if combined with maternal factors, mean arterial pressure, and serum placental growth factor, it has a detection rate of 100% (95% CI, 80-100%) for pre-eclampsia before 32 weeks, 75% (95% CI, 62-85%) for pre-eclampsia before 37 weeks, and 47% (95% CI, 44-51%) for pre-eclampsia at or after 37 weeks, with a 10% false-positive rate, 13 making the UtA-PI measurement is highly useful in the clinical prediction of preeclampsia.
The Fetal Medicine Foundation (FMF) recommends using the sagittal approach as the standardized protocol for the measurement of UtA-PI at 11-13 weeks' gestation. 14 However, we have found the visualization and measurement of UtA-PI using this method to be challenging, as it sometimes requires turning the transducer to the transverse view until the uterine arteries are identified at the level of the internal os. The transverse approach to UtA-PI measurement may be a viable alternative to the sagittal approach, as there is some evidence the two are equivalent in terms of reliability, reproducibility, and time required. 15 The aim of this study was to evaluate the transverse approach to UtA doppler measurement and compare it with the conventional sagittal approach in the first-trimester screening.
Materials and Methods Participants
We conducted a prospective observational study at the Khon Kaen University Faculty of Medicine Department of Obstetrics and Gynecology (Thailand). The study period was from May to November 2018. The inclusion criteria were singleton pregnancy, age 18-40 years, 11-13 +6 weeks of gestation, and fetal crow-rump length between 45 and 84 mm. Subjects were excluded if they exhibited any of the following conditions: congenital uterine structural anomalies, vaginal bleeding during the current pregnancy, or any fetal anomaly detected using ultrasonography.
The study protocol was approved by the Khon Kaen University Ethics Committee (HE611180). Eligible subjects signed an informed consent form prior to study participation. Baseline characteristics, obstetric histories and biophysical measurements were recorded for all of the women who participated.
Measurement Protocols
Consecutive bilateral measurements were taken of the ascending branch of the Uterine artery (UtA) via Doppler examination, which was performed using both the sagittal and transverse approach. The measurements were taken by a single obstetrician experienced in maternal-fetal medicine who had attended a preeclampsia screening course organized by the Fetal Medicine Foundation in London. The ultrasound machine used was a Voluson E8 Expert series (GE Healthcare, Milwaukee, WI, USA) with TA probe RAB 2-5D.
The sagittal approach was conducted using the standardized protocol recommended by The Fetal Medicine Foundation (FMF): 15 a midsagittal view of the uterus and cervical canal was achieved and tilted laterally until the uterine arteries were visualized by color Doppler at the level of the internal os ( Figure 1 ). A pulsed wave Doppler was used with the sampling gate set at 2 mm to cover the whole vessel, and the angle of insonation was less than 30º. The peak systolic velocity (PSV) of the UtA exceeded 60 cm/s to ensure that the uterine artery. 10 The transverse approach was conducted as follows: a midsagittal view of the uterus and cervical canal was identified in the same manner as with the sagittal approach. The transducer was turned 90• and gently moved to obtain a transverse view of the level of both sides of the internal os by color Doppler (Figure 2 ). The criteria used for UtA measurement were the same as those used with the sagittal approach. Similar consecutive waveforms were measured twice, and the mean measurements from each approach were recorded.
Statistical Analysis
The two approaches were compared in terms of uterine artery Doppler variables (PI, pulsatility index; PSV, peak systolic velocity; RI, resistance index and EDV; end diastolic velocity), time required for each measurement, and early diastolic notch. The sample size was calculated using two dependent means (two-tailed test) with a mean uterine artery pulsatility index of 1.5, standard deviation of 0.5, and a sensitivity of 80%. 16 The sample t-test and Wilcoxon rank sign test were used to analyze the outcomes when appropriate. Bland-Altman plots were used to determine the agreement between the two approaches. A P-value <0.05 was considered statistically significant. The intraclass correlation (ICC) was used to evaluate the reliability of measurements. Statistical analysis was performed using Stata Statistical Software: Release 10 (StataCorp LP, College Station, TX).
Results
There were 56 eligible pregnant women recruited for this study, two of whom were excluded due to fetal anomalies (fetal megacystis, abdominal wall defect) and one due to multiple pregnancy. The uterine arteries could not be clearly visualized using the transverse approach in three of the participants.
In total, 50 women participated in the study and completed the study protocol. The mean age of all subjects was 29.6 years (range 18-40). The mean crown-rump length was 57.7 mm (SD 10.5, range 47.4-68.0 mm). Twentyfour (48%) of the participants were nulliparous. Demographic data, including pre-pregnancy BMI, method of conception, smoking status, medical and obstetric history, biophysical measurements, and vertical bladder depth, are shown in Table 1 . Table 2 shows the UtA Doppler variables measured using the sagittal versus the transverse approach. We observed no difference in the mean UtA pulsatile index (UtA-PI; sagittal: 2.04, transverse: 2.03; mean difference 0.01, CI −0.01, 0.04; p>0.309), nor in the means of any other UtA variables. However, there were differences between the two approaches in terms of early diastolic notch (sagittal: 11, transverse:13; p>0.999) and the mean time required to complete the measurements (sagittal: 24.3 s, transverse: 21.7 s; p=0.001).
The Bland-Altman plots comparing right, left, and mean UtA-PI measurements between the two approaches are shown in Figure 3 . Measurements taken using the sagittal approach were on average higher than those taken using the transverse approach. Overall bias of paired UtA-PI measurements obtained using the two approaches in the right and left UtAs and the mean of both arteries was 0.008 (95% LoA, −0.226, 0.242), 0.020 (95% LoA, −0.375, 0.414) and 0.014 (95% LoA, −0.177, 0.204), respectively. The intra-class correlation coefficients (ICCs) were 0.985, 0.963, and 0.988 for the right, left, and mean UtA-PIs, respectively.
Discussion
The findings of this study indicate that the UtA-PI can be visualized adequately using the transverse approach with a strong concordance with results obtained using the conventional sagittal approach. In addition, the transverse approach was faster and better able to detect early diastolic notch when employed in first-trimester uterine artery Doppler measurement.
A previous study by Drouin et al on UtA Doppler measurement in 40 nulliparous participants found that the measurements taken using the sagittal approach were on average lower than those taken using the transverse approach. 15 By contrast, our study found that the right, left and mean UtA-PIs obtained using the sagittal approach were slightly higher than those measured via the transverse approach. Nevertheless, the mean UtA-PI measurements in Drouin et al's study (sagittal: 2.11, transverse: 2.19) were similar to those found in our study (sagittal: 2.04, transverse: 2.03). In our hypothesis, it would be the effect of the pressure of the approach method. For the sagittal approach, there needs to apply pressure directly to the UtA on both sides. In contrast to the transverse approach, there pressed down to the internal os and less effect on the UtA. There were three subjects in this study whose uterine arteries could not be visualized (failure rate: 5.7%). In all three cases, the non-visualized arteries were on the left side, and the vertical bladder depth was greater than 5 cm. One possible explanation for this is that the uterus is more inclined and rotated to the right due to displacement by the rectosigmoid colon on the left side during the first trimester, 17 which may have made visualization at the level of the internal os using the transverse approach more difficult. Another possible explanation is that residual urine at a bladder depth of more than 5 cm might directly affect the uterine artery and indirectly from increase pressing the transducer. The results of this study confirmed that bladder depth should be less than 5 cm in order to visualize the structures at the level of the internal os using the transabdominal approach. 18 The mean time required to complete the measurements for the transverse approach was faster than the sagittal approach because we can visualize and obtain UtA on both sides at the level of internal os at the same time. In contrast to the sagittal approach that needed to tilt laterally until the UtA is visualized by color Doppler at the level of the internal os.
Early diastolic notch represents reduced diastolic velocities and reflects abnormal uterine artery impedance. Notching has a low positive predictive value for preeclampsia and fetal growth restriction, in contrast to its 97% negative predictive value. 19 In this study, the transverse approach detected diastolic notching slightly better than the sagittal approach, but this difference was not significant. Factors affecting early diastolic notch detection using the transverse approach, possible associations with adverse pregnancy outcomes, and the possible advantages of early screening should be evaluated in future studies.
The main strength of this study was that the measurements were performed by experienced obstetricians who are specialists in maternal-fetal medicine using a highquality ultrasound machine and FMF standardized protocol. Limitations of this study were that it was performed at a single center and did not investigate results obtained by less experienced sonographers. Note: Data are given as n, mean (SD) or n (%). Note: Data are presented as mean (SD) or n (%). Abbreviations: PI, pulsatility index; PSV, peak systolic velocity; RI, resistance index and EDV; end diastolic velocity.
Conclusion
The transverse approach at a bladder depth of less than 5 cm performed well compared to the sagittal approach in the assessment of first-trimester uterine arteries and may be used as a complementary approach in cases in which there is difficulty obtaining measurements using the sagittal approach. Further studies are needed to evaluate the reproducibility and generalizability of these findings in cases in which the sonographer is less experienced, as well as factors correlated with failure to visualize the uterine artery.
Details of Ethics Approval
Ethical approvals were obtained from Khon Kaen University Ethics Committee for Human Research based on the Declaration of Helsinki and the ICH Good clinical Practice Guidelines. (17th May 2018, Reference No. HE611180).
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